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1.  INTRODUCTION 


1.1  Objective 

The  long-term  objective  of  this  research  is  to  develop  an  imaging  technology  for  detecting 
prostate  cancer  based  on  trans-rectal  fluorescence  diffuse  optical  tomography  (FDOT)  of  zinc- 
specific  fluorescent  marker.  The  specific  aims  of  this  research  are  to  evaluate  the  challenges 
unique  to  trans-rectal  FDOT  of  zinc-specific  fluorescence  probe,  and  to  assess  the  strategies  of 
overcoming  these  challenges  in  clinically-relevant  application  settings. 

1.2  Background 

Zinc  is  a  well-established  metabolic  marker  of  prostate  cancer  [1],  Benign  prostate  tissues  secrete 
zinc  in  the  form  of  Zn3Citrate2,  and  zinc  has  a  concentration  of  approximately  lOmM  in  prostatic 
fluid.  In  cancerous  prostate  tissue  the  zinc  secretion  ceases,  resulting  in  five  to  ten  folds  of 
reduced  level  of  zinc  in  the  associated  prostatic  fluid.  It  is  thus  hypothesized  that  a  fluorescence 
reagent  with  the  affinity  to  zinc  will  be  loaded  up  more  by  the  tissue  containing  more  free  zinc, 
and  much  less  in  cancerous  prostatic  tissue,  generating  a  “reverse-uptake”  of  the  fluorescent 
probe.  Subsequently,  a  fluorescence  optical  imaging  approach  for  detecting  prostate  cancer  based 
on  a  zinc-specific  fluorescent  probe  has  to  be  able  to  recover  a  target  (or  targets)  of  interest  that 
has  a  weaker  fluorescence  than  the  background  does.  Such  i^reyerse1ugtgk^,  or  “nggqrfyg- 
contrasf  ’  case  is  projected  to  be  more  challenging  than  the  conventional  FDOT  cases  [2-12]  of 
which  the  task  is  to  reconstruct  a  strong  fluorescence  target  (or  targets)  within  a  weakly- 
fluorescent  background.  This  project  aims  to  identify  and  characterize  the  challenges  associated 
with  trans-rectal  FDOT  of  target  with  a  “negative  contrast”  over  the  background  fluorescence. 

1.3  Specific  aims 

This  research  has  the  following  specific  aims  to  achieve:  (A)  to  study  algorithms  to  enable  trans- 
rectal  FDOT  image  reconstruction,  and  to  develop  methods  to  assess  how  sensitive  the  trans- 
rectal  fluorescence  measurement  is  to  a  “negative-contrast”  fluorescence  target  in  comparison  to 
a  positive-contrast  fluorescence  target;  (B)  to  experimentally  evaluate  the  feasibilities  or 
challenges  of  trans-rectal  FDOT  of  “negative-contrast”  flurescence;  (C)  to  develop  procedures 
for  extracting  the  spatial  information  from  imagery  of  trans-rectal  ultrasound  as  the  spatial 
constraint  information  to  improve  trans-rectal  DOT/FDOT  image  reconstruction. 

1.4  Overview  of  the  progresses  and  trainings  in  year  2 

The  original  pre-doctoral  trainee  PI,  Mr.  Guan  Xu,  completed  his  doctoral  dissertation  during  the 
year  2  of  this  project.  Dr.  Xu  then  accepted  a  post-doctoral  position  in  the  University  of 
Michigan  Medical  School  to  enhance  his  academic  research  career.  Dr.  Xu  continues  to  be 
involved  in  this  project,  as  he  is  revising  a  paper  that  has  been  “tentatively  accepted”  by  Medical 
Physics  at  the  time  of  this  annual  report  being  submitted.  The  current  pre-doctoral  trainee  PI  is 
Mr.  Anqi  Zhang.  The  year  2  report  thus  contains  progresses  contributed  by  both  the  former  and 
current  trainee  Pis. 

During  the  year  2  of  this  study,  we  have  furthered  our  understanding  of  the  challenges 
and  feasibilities  of  trans-rectal  FDOT  of  “negative-contrast”  fluorescence.  The  progresses  in 
year-2  include:  (1)  A  new  analytic  framework  is  developed  for  quantifying  photon  diffusion 
associated  with  the  source  and  the  detector  positioned  on  cylindrical  medium-applicator 
interfaces,  the  interfaces  that  apply  to  both  the  outward-imaging  geometry  using  a  trans-rectal 
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applicator  and  the  inward-imaging  geometry  using  an  external  cylindrical  applicator;  (2) 
Numerical  studies  are  conducted  using  analytic  and  finite  element  methods  to  characterize 
diffuse  optical  and  diffuse  fluorescence  measurements  to  targets  with  positive-contrast  or 
negative-contrast  over  the  background  medium;  (3)  Trans-rectal  ultrasound  coupled  fluorescence 
diffuse  optical  tomography  measurements  of  tissue  phantoms  with  a  target  of  negative  or 
positive  fluorescence  contrast  over  the  background  are  demonstrated. 

During  the  year  2  of  this  study,  the  continuing  trainee-PI  has  also  enrolled  in  required 
course-work,  completed  animal  protocol  training,  presented  in  seminars  and  conferences,  and 
published  journal  papers. 


2.  BODY 


2.1  Analytical  approaches  to  photon  diffusion  in  trans-rectal  imaging  geometry 


2.1.1  The  idealized  geometry  for  trans-rectal  DOT/FDOT  imaging 

Trans-rectal  DOT/FDOT  involves  a  geometry  wherein  the  tissue  is  being  imaged  outwardly 
using  an  internal  optical  applicator  [13].  This  outward-imaging  geometry  is  different  from  the 
conventional  side-way  imaging  geometry  wherein  the  tissue  is  being  imaged  using  a  planar 
optical  applicator  [14,  15],  as  well  as  the  conventional  inward-imaging  geometry  wherein  the 
tissue  is  being  imaged  by  an  external  optical  applicator  [16,  17].  The  idealizations  of  these  three 
imaging  geometries  are  illustrated  in  Fig.  1 :  in  a  “ concave ”  geometry  the  photon  probes  the 
medium  enclosed  by  a  cylindrical  tissue-applicator  interface;  in  a  “ convex ”  geometry  the  photon 
probes  the  regime  enclosing  a  cylindrical  tissue-applicator  interface;  in  a  “ semi-infinite ” 
geometry  the  photon  probes  the  medium  that  has  a  planar  interface  with  the  applicator. 


Figure  1 .  Three  geometries  of  approximating  the  tissue-applicator  interface  are  illustrated 
in  (A).  The  geometries  include  a  “ concave ”  geometry  representing  the  medium  being 
enclosed  by  the  circular  cylindrical  tissue-applicator  interface,  a  “ convex ”  geometry 
representing  the  medium  enclosing  the  circular  cylindrical  tissue-applicator  interface,  and 
a  “semi-infinite”  geometry  representing  the  medium  interfacing  with  a  planar  applicator. 
For  the  concave  and  convex  geometries,  there  are  two  specific  directions  for  evaluating 
the  photon  fluence  rate:  a  “ case-azi ”  configuration  shown  in  (B)  that  represents  the  case 
of  having  both  source  and  detector  on  the  same  azimuthal  plane,  and  a  “ case-longi ” 
configuration  shown  in  (C)  that  represents  the  case  of  having  both  source  and  detector  on 
the  same  longitudinal  line.  In  both  (B)  and  (C)  the  line-of-sight  distance  between  the 
source  and  the  position  of  photon  detection  is  denoted  by  d. 
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The  behavior  of  photon  fluence  associated  with  the  convex ”  geometry,  which  represents 
the  idealized  trans-rectal  DOT/FDOT  geometry,  must  differ  from  that  with  the  “concave”  or 
“ semi-infinite ”  geometry;  and  to  our  knowledge  the  analytical  treatment  of  photo  diffusion  for 
such  “convex”  geometries  has  not  been  demonstrated  previously.  Although  numerical 
computations  using  methods  such  as  finite-element-analysis  can  solve  photon  fluence  in  any 
geometry,  analytical  understanding  is  always  fundamental  and  may  provide  new  insights. 

Based  on  a  novel  analytical  approach  to  photon  diffusion  in  the  convex”  geometry  and 
“ concave ”  geometry  [18,  19],  we  gained  new  insights  to  how  trans-rectal  DOT/FDOT 
measurements  are  different  from  DOT/FDOT  measurements  in  other  geometries.  By  comparing 
the  photon  fluence  with  respect  to  the  line-of-sight  source-detector  distance  in  the  concave, 
semi-infinite,  and  convex  geometries,  respectively,  the  effects  of  the  medium-applicator 
interfacing  curvature  and  the  dimension  of  the  curvature  to  the  diffuse  photon  measurements  are 
better  understood  [20,  21,  22], 
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Figure  2.  Notations  and  physical  entities  of  concave  and  convex  geometries.  (A)  The 
tissue  is  at  the  concave  side  of  the  circular  cylindrical  tissue-applicator  interface,  so  the 
equivalent  isotropic  source  of  the  physical  source  that  illuminates  into  the  medium  is 
located  closer  to  the  center  axis  than  the  physical  source  is.  (B)  The  tissue  is  at  the 
convex  side  of  the  circular  cylindrical  tissue-applicator  interface,  so  the  equivalent 
isotropic  source  of  the  physical  source  that  illuminates  into  the  medium  is  located  farther 
from  the  center  axis  than  the  physical  source  is. 


2.1.2  Steady -state  photon  diffusion:  “concave”  geometry  versus  “convex”  geometry 
The  general  case  of  a  source  and  a  detector  located  on  the  tissue-applicator  interface  is  illustrated 
in  Fig.  2(A)  and  (B),  for  concave  and  convex  geometries,  respectively.  The  tissue  enclosed  by 
the  interface  in  the  concave  geometry  or  enclosing  the  interface  in  the  convex  geometry  has  an 
absorption  coefficient  pa,  a  reduced  scattering  coefficient  ps',  a  diffusion  coefficient  D,  and  an 

effective  attenuation  coefficient  k0  =  -JJijD  .  The  radius  of  the  idealized,  infinitely  long  circular 

cylindrical  interface  is  Ro,  therefore  by  using  cylindrical  coordinates,  the  source  with  an  intensity 
of  S  locates  at  (Ro,  0,  0)  and  the  detector  locates  at  (Ro,  (p,  z).  The  line-of-sight  distance  between 
the  source  (Ro,  0,  0)  and  the  detector  (R0,  cp,  z)  is  denoted  by  d.  The  projection  of  d  to  the 
azimuthal  plane  or  the  projection  of  d  perpendicular  to  the  longitudinal  axis  of  the  cylindrical 
interface  is  denoted  as  dL  =  d  ■  cos  a ,  where  a  is  the  angle  between  d  and  dL .  The  position  of  the 
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detector  with  respect  to  the  source  can  then  be  represented  by  (a,d±).  If  keeping  the  source  fixed 
at  (Ro,  0,  0)  and  increasing  the  radius  Ro,  the  detector  will  eventually  reach  a  plane  that  is 
tangential  to  the  shown  cylindrical  interface  and  intersects  with  the  interface  at  the  longitudinal 
line  crossing  the  source  (Ro,  0,  0).  Such  a  plane  forms  the  “semi-infinite  geometry”  limit  of  the 
concave  or  convex  geometry. 

We  have  developed  a  new  representation  of  the  cylindrical-coordinate  solutions  of 
steady-state  photon  diffusion  in  the  concave  geometry,  between  a  detector  r  and  a  physical 
source  r'  on  the  physical  boundary  as  [18,  22] 
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where  I m  and  Km  are  the  modified  Bessel  functions  of  the  1SI  and  the  2nd  kinds,  respectively, 


(l.conC) 


keff  =  Jk2  +  kl  ,  Ra  =  1///' ,  Rb  =  2  AD ,  A  is  a  coefficient  determined  by  the  change  of  the 


refractive  indices  across  the  interface.  Similarly,  we  have  for  the  first  time  developed  the 
cylindrical  coordinate  solutions  of  steady-state  photon  diffusion  in  the  convex  geometry, 
between  a  detector  r  and  a  physical  source  r'  on  the  physical  boundary  as  [18,  22] 
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2.1.3  Approximation  to  steady-state  photon  diffusion  in  “ concave ”  and  “convex” geometries 
with  large  radius:  enabling  qualitative  comparison  against  semi-infinite  geometry 
To  understand  the  generalized  behavior  of  the  steady-state  photon  diffusion  versus  source- 
detector  distance  in  concave  and  convex  geometries,  we  now  consider  that  the  radius  of  the 
concave  or  convex  geometry  is  much  greater  than  the  source-detector  distance  that  is  also  in  the 
diffusion  regime,  i.e.,  we  have  assumed  that  R0  »  d  »  Ra’Rb- 
In  the  concave  geometry  as  shown  in  Fig.  2(A),  we  have 
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then  Eqs.  (l.conC)  can  be  simplified  to  [21] 
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In  the  convex  geometry  as  shown  in  Fig.  2(B),  we  have 
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then  Eqs.  (l.conV)  can  be  simplified  to  [21] 
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In  comparison,  in  semi -infinite  geometry  [15] 
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2.1.4  The  change  of  steady-state  photon  fluence  with  respect  to  d  for  large  radius  cases 
Equation  (3. semi)  indicates  that  on  a  semi-infinite  interface,  ln(vP semid2)  decreases  versus  d  at  a 
rate  of  k0 ,  i.e. 
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On  a  concave  interface  of  larger  radius,  Eq.  (3.conC)  indicates  ln(vF conCd2)  reducing  versus  d  as 
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where  dL  =  cl  cos  a  is  the  projection  of  d  to  the  azimuthal  plane.  Along  the  longitudinal  direction, 
termed  case-longi,  i.e.,  cos  a= 0,  we  have  [21,  22] 
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Equation  (4.conC.longi)  indicates  that  when  the  source  and  detector  are  positioned  only  along 
the  longitudinal  direction,  ln(\F :onCd2)  reduces  versus  d  at  a  rate  greater  than  k0 .  Along  the 
azimuthal  direction,  termed  case-azi,  i.e.,  cos  a -l,  d  =  d  ,  we  have  [21,  22] 
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It  can  be  demonstrated  that  the  rate  of  the  reduction  of  ln('F conCd2)  in  Eq.  (4.conC.azi)  versus  d 
is  actually  smaller  than  k0 . 

On  a  convex  interface  with  large  radius,  Eq.  (3.conV)  indicates  ln('F conVd2)  reducing 
versus  d  as  [21,  22] 
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Along  the  longitudinal  direction  as  in  case-longi,  i.e.,  cos  a  =  0,  we  have 
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Equation  (4.conV.longi)  indicates  that  when  the  source  and  detector  are  positioned  only  along 
the  longitudinal  direction,  ln('FconV<i2)  reduces  versus  d  at  a  rate  smaller  than  k(> .  Along  the 
azimuthal  direction  as  in  case-azi,  i.e.,  cos  a  - 1 ,  dL  =  d  ,  we  have 
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It  can  be  demonstrated  that  the  rate  of  the  reduction  of  In (vE'C0„vd2)  in  Eq.  (4.conV.azi)  versus  d 
is  actually  greater  than  k0 . 


2.1.5  A  set  of  spiral-paths  with  interesting  characteristics  in  terms  of  steady-state  diffusion 
We  also  have  from  Eq.  (4.conC)  that  when  the  source  and  detector  are  positioned  along  a  set  of 
spiral  paths  defined  by  the  following  relationship  [20,  21] 


R, n 


M±  2Ro  R„  2Rb 


reduces  versus  d  at  a  rate  of  k0 ,  i.e., 


(4.conC. spiral) 

identical  to  the  rate  when  evaluated  along  a 


straight-line  on  a  semi-infinite  medium-applicator  interface. 

We  also  have  from  Eq.  (4.conV)  that  when  the  source  and  detector  are  positioned  along  a 
set  of  spiral  paths  defined  by  the  following  relationship  [20,  21] 


Rn 


Mi  2Ro  R/i  2Rb 


(4.conV.spiral), 


ln(vf/conl/<i2)  reduces  versus  d  at  a  rate  of  k0 ,  i.e.,  identical  to  the  rate  when  evaluated  along  a 


straight-line  on  a  semi-infinite  medium-applicator  interface. 


Figure  3.  Spiral  paths  for  concave  and  convex  geometries  of  centimeter-order  radii  are 
calculated  based  on  analytic  results  derived  in  Eqs.  (l.conC)  and  (l.conV).  For  a  fixed 
source,  a  detector  has  three  directions  to  move  away  from  the  source:  along  the  azimuthal 
direction,  along  the  longitudinal  direction,  and  along  the  diagonal  of  the  above  two 
directions.  For  each  possible  future  location  of  the  detector,  the  photon  fluence  rate  at  that 
position  is  compared  with  the  case  in  the  semi-infinite  geometry  for  the  same  line-of- 
sight  distance  of  the  detector  from  the  source,  and  the  position  with  the  least  difference  in 
the  evaluated  photon  fluence  rate  is  the  next  starting  position  of  the  detector.  The  shown 
complete  sets  of  the  spiral  profile  for  concave  geometry  (upper)  and  convex  geometry 
(lower)  are  computed  for  a  cylinder  radius  of  R0  =  1 .5 cm  and  optical  properties  of 


pa  —0.02cm  ',  p's  —5 cm  1  and  A  =  1.86. 
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Equations  (4.conC. spiral)  and  (4.conV.spiral)  demonstrate  that  in  concave  or  convex 
geometries  of  large  radius  there  are  spiral-paths  along  which  the  decay  rate  of  photon  fluence  is 
identical  to  that  along  a  straight  line  on  a  semi-infinite  interface  for  the  same  line-of-sight 
source-detector  distance.  The  existence  of  such  spiral-paths  for  concave  or  convex  geometry  of 
smaller  radial  dimension  is  found  numerically  [21],  as  summarized  in  Fig.  3.  In  both  concave 
and  convex  geometries,  the  spiral-paths  have  two  lobes  symmetric  to  the  source  location,  and 
each  lobe  is  symmetric  with  respect  to  a  middle  sagittal  plane  containing  the  source.  The  spiral- 
paths  are  shown  to  contain  four  identical  quadrants.  Monte-Carlo  (MC)  and  Finite-element- 
method  (FEM)  solution  of  photon  diffusion  confirmed  that  the  decay-rate  of  photon  fluence 
along  the  spiral  paths  was  indeed  equal  to  that  along  a  straight-line  on  a  semi-infinite  interface. 

2.2  Numerical  evaluation  of  photon  diffusion  and  fluorescence  measurements  in  response  to 
a  target  of  positive  or  negative  contrast  in  an  otherwise  homogeneous  background 

2.2.1  Change  to  diffuse  photon  measurement  by  a  strong  target  of  positive  or  negative  contrast 
aligned  azimuthally  with  the  spiral  paths——  evaluation  based  on  finite  element  method  [21  ] 
FEM  computation  based  on  NIRFAST  [23]  is  implemented  to  evaluate  the  photon  fluence  along 
the  spiral-paths  when  a  strong  anomaly  resides  in  the  medium.  We  choose  to  evaluate  the 
changes  to  photon  diffusion  along  the  spiral-paths,  since  these  paths  make  it  convenient  to 
compare  among  concave,  convex,  and  semi-infinite  geometries,  and  the  results  will  show  how 
sensitive  the  diffuse  photon  measurement  is  to  negative-contrast  target  versus  positive-contrast 
target  for  the  same  level  of  contrast. 

The  FEM  meshing  domain  is  illustrated  in  Fig.  4  (A),  (B),  and  (C)  for  concave,  semi¬ 
infinite,  and  convex  geometries,  respectively.  In  the  concave  geometry,  the  meshing  volume  is 
14cm  in  height  and  1.5cm  in  radius,  which  is  discretized  into  76,620  nodes  and  349,697 
tetrahedral  elements.  In  the  semi-infinite  geometry,  the  meshing  volume  is  a  rectangle  of 
15x1 1x5. 5cm3,  which  is  discretized  into  88,941  nodes  and  496,211  elements.  In  the  convex 
geometry,  the  meshing  domain  is  the  volume  between  two  concentric  cylinders  of  15cm  in 
height,  with  1.5cm  inner  radius  and  6cm  outer  radius.  The  meshing  volume  is  discretized  into 
83,312  nodes  and  437,039  tetrahedral  elements. 
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Figure  4.  Finite-element  discretization  of  the  imaging  domain  and  the  position  of  the 
anomaly  with  strong  perturbation  strength.  (A)  concave  geometry,  (B)  semi-infinite 
geometry,  and  (C)  convex  geometry. 
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We  consider  a  spherical  anomaly  of  0.4cm  in  radius  and  0.5cm  in  depth  that  is  aligned 
azimuthally  with  one  quadrant  of  the  spiral-paths  or  the  straight  line  in  the  three  geometries. 
Table  1  lists  the  four  sets  of  optical  parameters  assigned  to  the  single  anomaly,  which  include  4:1 
positive  pa,  1:4  negative  /ua,  2:1  positive  //',  and  1:2  negative  //'  contrasts  over  the 

background  medium.  The  results  of  FEM  simulation  based  on  the  four  cases  of  contrasts  as 
specified  in  Table  1  are  given  in  Fig.  5.  In  each  of  the  sub  figures  from  (A)  to  (D),  the  photon 
fluence  rates  are  compared  among  four  configurations.  At  the  macroscopic  scale  of  near-5cm 
range  for  d,  the  photon  fluence  curves  for  the  three  geometries  with  the  anomaly  are 
distinguished  from  the  green  reference  except  for  negative  jua  contrast;  however  the  photon 

fluence  curves  for  the  three  geometries  with  the  anomaly  are  nearly  indistinguishable.  At  the 
microscopic  level  shown  as  the  insets  in  Fig.  5,  the  photon  fluence  curves  of  the  concave  and 
convex  geometries  are  very  close  to  and  at  the  opposite  sides  of  the  curve  of  semi-infinite 
geometry,  for  anomaly  of  either  absorption  or  scattering  contrast.  The  measurement  is  less 
sensitive  to  a  negative  absorption  contrast  than  to  a  positive  absorption  contrast. 


Figure  5.  Photon  fluence  when  one  strong  anomaly  resides  in  the  otherwise  homogeneous 
background  medium.  The  anomaly  possesses  (A)  positive  ua  contrast,  (B)  positive  // 

contrast,  (C)  negative  [J.a  contrast,  and  (D)  negative  //  contrast  over  the  background. 

The  shown  curves  of  photon  fluence  are  plotted  for  (1)  along  a  straight  line  in  semi- 
infinite  geometry  of  homogenous  medium,  (2)  along  a  straight  line  in  semi -infinite 
geometry  having  the  anomaly  aligned  with  the  straight  line,  (3)  along  the  spiral  profile  in 
concave  geometry  having  the  anomaly  aligned  with  the  spiral  profile,  and  (4)  along  the 
spiral  profile  in  convex  geometry  having  the  anomaly  aligned  with  the  spiral  profile. 
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Table  1.  Optical  parameters  used  for  evaluating  the  change  to  photon  fluence  rate  by  an  anomaly 


Background 
jUa  (cm'1) 

Background 
//'  (cm4) 

Anomaly 
jUa  (cm4) 

Anomaly 
ju[  (cm4) 

Sell 

positive  jua  contrast 

f).02§ 

10.0 

Oil 

10.0 

Set  2 

positive  ju[  contrast 

0.025 

m 

0.025 

20.0 

Set  3 

negative  fla  contrast 

(U 

10.0 

10.0 

Set  4 

negative  jil's  contrast 

0.025 

20.0 

0.025 

tiara 

2.2.2  Steady -state  fluorescence  measurement  with  a  homogeneous  distribution  offluorophore 
A  homogeneous  distribution  of  the  fluorophore  within  the  medium  resembles  the  idealized 
situation  when  the  normal  prostatic  tissue  has  the  uptake  of  the  zinc-specific  fluorescence  probe. 
We  thus  have  used  FEM  to  numerically  examine  the  steady-state  fluorescence  measurement  for 
the  medium  containing  homogeneous  distribution  of  the  fluorophore,  and  compared  the  stead- 
state  fluorescence  among  concave  geometry,  semi-infinite  geometry,  and  convex  geometry.  The 
numerical  examinations  are  performed  for  5  configurations:  longitudinally  aligned  source- 
detector  pair  on  the  concave  interface,  azimuthally  aligned  source-detector  pair  on  the  concave 
interface,  source-detector  pair  on  the  semi-infinite  interface,  longitudinally  aligned  source- 
detector  pair  on  the  convex  interface,  and  azimuthally  aligned  source-detector  pair  on  the  convex 
interface. 

The  simulation  results  of  the  fluence  at  the  emission  wavelength  are  illustrated  in  Fig.  6. 
The  radius  of  the  cylindrical  applicator  for  both  concave  and  convex  geometries  is  R  =  2cm. 

We  denote  y/^and  /fsx  as  the  absorption  coefficient  and  reduced  scattering  coefficient  at 

excitation  wavelength,  paem  and  ju'sem  as  those  at  emission  wavelength,  juafl  as  the  absorption 
coefficient  of  the  fluorophore  at  the  excitation  wavelength,  rj  as  the  quantum  yielding  efficiency 
of  the  fluorophore.  These  parameters  chosen  for  the  simulations  are  juax  =  0.025  cm~l , 
juaem  =  0.025  cm-1 ,  ju'sx  =  10  cm"1 ,  ju'sem  =  10  cm"1 ,  juafl  =  0.05  cm”1  and  r]  =  0. 1 .  We  therefore 

have  made  some  approximations,  such  as  neglecting  the  wavelength-dependence  of  the 
scattering  and  the  re-excitation/emission  effect. 

As  can  be  seen  in  Fig.  6,  the  decay  of  the  emission-fluence  in  either  concave  or  convex 
geometry  follows  the  same  trends  as  shown  to  the  fluence  at  the  excitation  wavelength  [18,  19], 
approximated  by  Eqs.  (4.conC.longi),  (4.conC.azi),  (4.conV.longi),  and  (4.conV.azi). 
Specifically,  in  concave  geometry,  the  emission-fluence  decays  slower  in  case-azi  and  faster  in 
case-longi  when  comparing  to  that  in  the  semi-infinite  geometry  for  the  same  line-of-sight 
distance.  In  convex  geometry,  the  emission-fluence  decays  faster  in  case-azi  and  slower  in  case- 
longi  when  comparing  to  that  in  the  semi-infinite  geometry  for  the  same  line-of-sight  distance. 
The  normalized  Born  ratio  (i.e.,  the  ratio  of  the  fluence  at  the  emission  wavelength  over  the 
fluence  at  the  excitation  wavelength,  both  measured  by  the  same  detector)  corresponding  to  Fig. 

6  is  shown  in  Fig.  7.  It  is  known  that  the  Born  ratio  increases  with  the  source-detector  distance.  It 
is  shown  in  Fig.  7  that  the  Born  ratio  is  smaller  in  concave  geometry  and  greater  in  convex 
geometry,  in  both  case-azi  and  case-longi  cases,  when  comparing  to  that  in  the  semi-infinite 
geometry  for  the  same  line-of-sight  distance,  and  the  greater  the  source-detector  separation,  the 
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greater  the  difference  of  the  Born  ratio  of  the  concave  or  convex  from  the  semi-infinite 
geometry. 

Fluorescence  Data 


Figure  6.  The  photon  fluence  rate  at  the  emission  wavelength  in  the  concave  geometry 
and  convex  geometry  with  a  homogeneous  distribution  of  the  fluorophore.  The  photon 
fluence  at  the  emission  wavelength  decays  slower  in  case-azi  and  faster  in  case-longi  of 
concave  geometry,  when  comparing  to  that  in  the  semi-infinite  geometry  for  the  same 
line-of-sight  source-detector  distance.  The  photon  fluence  at  the  emission  wavelength 
decays  faster  in  case-azi  and  slower  in  case-longi  of  convex  geometry,  when  comparing 
to  that  in  the  semi-infinite  geometry  for  the  same  line-of-sight  source-detector  distance. 

Born  ratio  (Fluorescence  Data/Excitation  Wavelength  Data) 


Figure  7.  The  changes  of  normalized  Born  ratio  versus  source-detector  distance  in  the 
concave  geometry  and  convex  geometry  with  a  homogeneous  distribution  of  the 
fluorophore.  The  Born  ratio  is  smaller  in  both  case-azi  and  case-longi  of  concave 
geometry  and  greater  in  both  case-azi  and  case-longi  of  convex  geometry  than  that  along 
a  straight  line  on  the  semi-infinite  interface,  for  the  same  line-of-sight  source-detector 
distance. 
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2.2.3  Change  to  steady-state  fluorescence  measurement  by  a  target  of  positive  or  negative 
contrast  with  respect  to  otherwise  homogeneous  distribution  of  fluorophore 
We  also  studied  the  changes  to  steady-state  fluence  at  the  emission  wavelength  as  well  as  the 
Born  ratio  when  the  otherwise  homogeneous  medium  contains  a  target  of  fluorescence  contrast, 
either  positive  or  negative,  over  the  background.  We  consider  the  following  simplified 
configurations  of  the  fluorescence  target  with  respect  to  the  source-detector  positions:  (1)  the 
fluorescence  target  and  the  source-detector  pair  are  all  at  the  same  azimuthal  plane  of  a  concave 
geometry  with  the  source  and  the  detector  symmetric  to  the  target;  (2)  the  fluorescence  target  and 
the  source-detector  pair  are  all  at  the  same  azimuthal  plane  of  a  convex  geometry  with  the 
source  and  the  detector  symmetric  to  the  target;  (3)  the  fluorescence  target  and  the  source- 
detector  pair  are  all  at  the  same  sagittal  plane  of  a  concave  geometry  with  the  source  and  the 
detector  symmetric  to  the  target;  (4)  the  fluorescence  target  and  the  source-detector  pair  are  all  at 
the  same  sagittal  plane  of  a  convex  geometry  with  the  source  and  the  detector  symmetric  to  the 
target;  and  (5)  to  which  these  four  configurations  are  compared  against,  wherein  the  fluorescence 
target  and  the  source-detector  pair  are  all  at  the  same  normal  plane  of  a  semi-infinite  geometry 
with  the  source  and  the  detector  symmetric  to  the  target. 

The  FEM  meshes  of  (1)  and  (2)  are  illustrated  with  respect  to  (5)  in  Fig.  8,  and  those  of 
(3)  and  (4)  are  illustrated  with  respect  to  (5)  in  Fig.  9.  In  all  these  cases,  the  anomaly  of 
fluorescence  is  set  as  a  sphere  with  a  radius  of  6mm,  and  the  center  of  the  anomaly  is  placed 
7mm  away  from  the  applicator  interface.  The  radius  of  the  cylindrical  applicator  is  R  =  2  cm  . 

The  background  optical  parameters  are  juax  =  0.025  cm-1 ,  juaem  =  0.025  cm-1 ,  /fsx  =  10  cm"1  and 

/u'sem  =10  cm"1 .  For  an  anomaly  with  a  2:1  positive  contrast  over  the  background,  the  absorption 
coefficient  of  it  at  the  excitation  wavelength  is  juafl  anomaly  =  0.1  cm"1  and  that  of  the  background 
fluorophore  is  juafl  background=  0.05  cm  1 .  The  fluorescence  yield  is  77  =  0.1.  For  an  anomaly  with  a 
1:2  negative  contrast  over  the  background,  the  absorption  coefficient  of  it  at  the  excitation 
wavelength  is  /uafl  anomaly  =  0.05  cm"1  and  that  of  the  background  fluorophore  is 

/ua]1  background=  0.1cm”1 .  The  fluorescence  yield  is  77  =  0.1.  These  optical  parameters  for  both 
case-azi  and  case-longi  are  summarized  in  Table  2. 


20 


O  Source 
*  Detector 


10 


0 


-20 


-10 


20 


10 


0  -10  -20 


(A) 


(B) 


(C) 


Figure  8.  FEM  imaging  volume  for  case-azi.  Detectors  are  aligned  along  the  azimuthal 
plane  on  the  applicator’s  interface.  (A)  concave  geometry,  (B)  semi-infinite  geometry, 
(C)  convex  geometry. 
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Figure  9.  FEM  imaging  volume  for  case-longi.  Detectors  are  aligned  longitudinally 
with  same  azimuthal  angle  on  the  applicator’s  interface.  (A)  concave  geometry,  (B) 
semi-infinite  geometry,  (C)  convex  geometry. 


Table  2,  Optical  parameters  used  for  evaluating  the  change  to  florescent  measurement  by  an  anomaly 


background  fluorescence 

f^afl -background  (CIT1  ) 

anomaly  fluorescence 

f^afl_anomaly  ) 

Set  1 

positive  contrast 

Case-azi 

SEE 

0J. 

Set  2 

negative  contrast 

Case-azi 

0J. 

SEE 

Set  3 

positive  contrast 

Case-longi 

SEE 

0J. 

Set  4 

negative  contrast 

Case-longi 

0J. 

SEE 

The  simulation  results  for  case-azi  of  both  concave  and  convex  geometries  are  illustrated 
in  Fig.  10  (A)-(D)  as  following:  (A)  shows  the  emission-fluence  at  the  positive-contrast  case,  (B) 
is  the  Born  ratio  correspondence  of  (A),  (C)  shows  the  emission-fluence  at  the  negative-contrast 
case,  (D)  is  the  Born  ratio  correspondence  of  (C).  Figure  1 1  is  the  case-longi  counterpart  of  Fig. 
10.  In  all  sub-plots  of  Figs.  10  and  11,  the  results  corresponding  to  the  anomaly  (plotted  by  solid 
lines)  are  compared  to  the  cases  without  the  anomaly  (plotted  by  dashed  lines),  to  show  the 
changes  to  the  emission-fluence  by  the  introduction  of  the  target  at  the  set  parameters  to  the 
medium  that  originally  contained  a  homogeneous  distribution  of  the  fluorophore. 

Figure  10  demonstrates  that  fluorescence  measurement  along  the  azimuthal  direction  is 
significantly  more  challenging  in  the  convex  geometry  than  in  the  concave  geometry.  Figure  1 1 
demonstrates  that  fluorescence  measurement  along  the  longitudinal  direction  is  slightly  more 
challenging  in  the  convex  geometry  than  in  the  concave  geometry.  Both  figures  show  that  a 
negative-contrast  target  is  much  more  challenging  to  detect,  regardless  of  the  concave  or  convex 
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geometry  and  the  case-azi  or  case-longi  configuration.  Therefore,  we  can  anticipate  that,  trans- 
rectal  FDOT  of  negative-contrast  target  faces  the  lowest  signal  sensitivity  to  the  introduction  of 

the  same  target  property . 
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Negative  Anomaly  Fluorescence  Data 
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Negative  Anomaly  Born  ratio 
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Figure  10.  The  comparisons  of  the  change  of  fluorescent  measurement  due  to  an  anomaly 
with  fluorescence  contrast  in  concave ,  convex  and  semi-infinite  geometry  in  case-azi 
configuration.  (A)  The  change  in  the  fluorescence  measurement  due  to  a  positive  contrast 
anomaly.  (B)  The  change  in  the  Born  ratio  due  to  a  positive  contrast  anomaly.  (C)  The 
change  in  fluorescence  measurement  due  to  a  negative  contrast  anomaly.  (D)  The  change  in 
the  Born  ratio  due  to  a  negative  contrast  anomaly.  It  is  indicated  that  the  fluorescent 
measurement  is  less  sensitive  to  negative  contrast  anomaly  than  to  positive  contrast 
anomaly  and  the  Born  ratio  is  more  sensitive  to  the  anomaly  inclusion  than  the  fluorescent- 
only  measurement  is. 


13 


log(U  *d2)  log(U  *d2) 


Positive  Anomaly  Fluorescence  Data 


Positive  Anomaly  Born  ratio 
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Negative  Anomaly  Fluorescence  Data 
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Figure  1 1 .  The  comparisons  of  the  change  of  fluorescent  measurement  due  to  an  anomaly 
with  fluorescence  contrast  in  concave ,  convex  and  semi-infinite  geometry  in  case-longi 
configuration.  (A)  The  change  in  fluorescence  measurement  due  to  a  positive  contrast 
anomaly.  (B)  The  change  in  the  Born  ratio  due  to  a  positive  contrast  anomaly.  (C)  The 
change  in  fluorescence  measurement  due  to  a  negative  contrast  anomaly.  (D)  The  change 
in  the  Born  ratio  due  to  a  negative  contrast  anomaly.  It  is  indicated  that  the  fluorescent 
measurement  is  less  sensitive  to  negative  contrast  anomaly  than  to  positive  contrast 
anomaly  and  the  Born  ratio  is  more  sensitive  to  the  anomaly  inclusion  than  the 
fluorescent-only  measurement  is. 
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2.3  Experimental  trans-rectal  FDOT  Measurement 


2.3.1  Tramrectal  ultrasound-coupled  FDOT  system 

The  previous  numerical  analyses  have  clearly  indicated  that  we  should  not  become  very 
optimistic  about  the  outcome  of  reconstructing  a  target  of  negative  contrast  over  the  background 
fluorescence,  particularly  in  trans-rectal  geometry.  To  examine  the  feasibility  of  trans-rectal 
FDOT  of  negative-contrast  target,  we  modified  our  trans-rectal  ultrasound  (TRUS)-coupled  near- 
infrared  (NIR)  DOT  system  [24]  for  FDOT  measurement.  The  NIR  applicator  coupled  to  TRUS 
transducer  has  7  source  channels  and  7  detector  channels.  However,  one  detector  channel  within 
the  applicator  was  out  of  order,  likely  due  to  aged  adhesive  that  de-coupled  or  misaligned  the 
micro-optics,  leaving  only  6  working  channels  for  the  detection  of  light  from  the  tissue. 

In  terms  of  the  system  modification,  as  schematically  shown  in  Fig.  12,  an  excitation 
laser  diode  at  705nm  is  coupled  sequentially  into  the  seven  source  channels  through  a  fiber 
switch  system.  This  705nm  laser  diode  is  used  to  excite  the  indocyanine  green  (ICG)  in  the 
following  phantom  experiments  to  facilitate  the  measurement  of  the  emission  signals  using  the 
spectrometer  of  the  system.  For  light  excitation  at  each  source  channel,  the  six  detector  channels 
transmit  the  remitted  signal  at  both  the  excitation  (at  705nm)  and  the  emission  (centered  at 
785nm)  to  the  spectrometer.  The  detection  using  a  spectrometer  allows  separating  the  emission 
band  from  the  excitation  wavelength  without  a  filtering  scheme,  for  acquisition  by  a  CCD,  as 
long  as  the  excitation  wavelength  has  minimal  overlapping  with  the  emission  spectra  of  ICG. 
Longer  excitation  wavelength  (i.e.,  around  760nm)  may  be  used  to  more  effectively  excite  the 
fluorescence  of  ICG,  however,  the  need  to  use  a  long-pass  filter  to  block  the  excitation 
wavelength  compromises  the  total  emission  power  of  the  ICG.  The  horizontally  differentiated 
excitation  and  the  emission  signals  for  the  vertically  separated  six  detector  channels  are  shown  in 
Fig.  13.  The  data  acquisition  time  was  7  seconds. 


Figure  12.  TRUS-coupled  FDOT  system.  (A)  System  configuration.  (B)  The  photograph 
of  the  system.  (C)  The  applicator  placed  in  a  tissue  phantom  for  positive-contrast  test. 
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Figure  13.  One  typical  CCD  image.  The  data  column  at  the  left 
corresponds  to  the  excitation  signal,  and  the  data  column  at  the  right 
corresponds  to  the  measurement  at  the  emission  wavelength.  The  six 
rows  represent  the  six  detector  channels. 


2.3.2  TRUS-coupled  FDOT  of  phantoms  with  a  positive-contrast  or  negative-contrast  target 
We  originally  expected  to  take  use  of  fluorophore  with  zinc-specificity  that  is  to  be  developed  by 
Andro-Diagnostics  Inc  in  Galveston,  TX  in  their  independent  project.  Due  to  the  delay  in  the 
development  of  the  zinc-specific  fluorophore,  we  decided  to  use  ICG  as  the  fluorescence  probe. 
In  regards  to  the  main  objective  of  this  project,  what  to  be  assessed  is  how  challenging  it  is  to 
recover  a  negative-contrast  target  in  a  trans-rectal  FDOT  measurement  geometry,  and  ICG  serves 
the  specific  needs  of  manipulating  tissue  phantoms  containing  positive-contrast  or  negative- 
contrast  fluorescence  target  for  trans-rectal  FDOT  measurements. 

To  simulate  a  target  with  positive-contrast  of  fluorescence  over  the  background,  we 
utilized  silicon-based  tissue  phantoms  (a  collaborative  development  [25]),  the  ones  photographed 
in  Fig.  12.  The  fluorescence  target  was  a  cylinder  (1.4cm  in  diameter  and  approximately  4cm  in 
length)  filled  with  ICG  concentration  of  8  pM,  which  was  embedded  in  the  non-fluorescent 
homogeneous  background  enclosing  the  TRUS-coupled  FDOT  applicator,  and  was  3mm  away 
from  the  optical  probe  and  in  the  middle-sagittal  plane.  To  simulate  a  target  with  negative 
contrast  of  fluorescence  over  the  background,  we  developed  a  liquid  phantom  with  a  background 
ICG  concentration  of  8  pM,  and  embedded  a  non-fluorescent  solid  cylindrical  phantom  (1.5cm  in 
diameter  and  2.5cm  in  length),  placed  5mm  away  from  the  optical  probe  and  orthogonal  to  the 
middle-sagittal  plane.  The  center  locations  of  the  targets  at  the  two  experiments  were  similar,  as 
illustrated  by  the  TRUS  image  of  Fig.  14.  The  image  was  shown  upward  from  the  TRUS-NIR 
applicator,  i.e.,  the  position  of  the  applicator  was  at  the  lower  edge  of  the  shown  TRUS  image. 
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The  two  sets  of  experiments,  as  one  placed  a  target  of  fluorescence  over  a  background  of 
no-fluorescence,  and  the  other  embedded  a  target  of  no-fluorescence  within  a  background  of 
fluorescence,  represent  virtually  the  best-scenario  cases  in  terms  of  the  target-to-background 
contrast.  The  two  cases,  though  not  comprehensive,  should  reveal  the  potential  of  using  tans- 
rectal  FDOT  to  reconstruct  a  positive-contrast  target  or  a  negative-contrast  target.  It  can  be 
observed  from  the  reconstructed  results  shown  in  Fig.  14  that,  the  contrast  and  size  of  the 
positive-contrast  target  were  much  more  realistically  recovered  than  those  of  the  negative- 
contrast  target.  There  negative-contrast  target  was  ambiguous  within  a  background  of 
fluorescence  that  was  strongly  heterogeneous.  The  shown  difficulty  of  recovering  a  target  with 
strongly  negative-contrast  of  fluorescence  agrees  with  the  numerical  analyses  in  terms  of  the 
sensitivity  of  FDOT  measurement  to  the  target  with  a  positive  or  negative  contrast  to  the 
background. 


Positive  contrast 


Figure  14.  TRUS-coupled  FDOT  measurement.  Top  panel:  a  TRUS  image  of  the 
negative-contrast  tissue  phantom.  Lower  left:  the  reconstructed  image  for  the  target 
having  a  positive-contrast  of  fluorescence  over  the  background.  Lower  right;  the 
reconstructed  image  for  the  target  to  have  a  negative-contrast  of  the  fluorescence  over  the 
background. 


3.  KEY  RESEARCH  ACCOMPLISHMENTS  DURING  YEAR  2 

Expanding  to  the  year-2  of  this  project,  we  have  furthered  our  understanding  of  the  challenges 
and  feasibilities  of  trans-rectal  FDOT  of  “negative-contrast”  fluorescence.  The  progresses  are 
made  in  three  aspects:  analytical  modeling,  numerical  study,  and  experimental  demonstration. 

•  A  novel  analytical  approach  has  been  developed  to  quantify  the  diffuse  photon 
propagation  in  an  outward-imaging  geometry  that  idealizes  transrectal  optical  imaging. 
This  analytical  approach  is  also  the  first  of  its  kind  that  applies  to  both  outward-imaging 
and  in-ward  imaging  through  a  cylindrically- shaped  medium-applicator  interface. 

•  Numerical  studies  have  demonstrated  that  DOT/FDOT  measurements  is  less  sensitive  to 
a  negative-contrast  target  than  to  a  positive-contrast  target,  and  detecting  a  target  of 
negative-contrast  in  the  trans-rectal  prostate-imaging  geometry  is  especially  challenging. 
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•  Experimental  woks  are  conducted  to  test  the  feasibility  of  TRUS-coupled  FDOT  of  tissue 
phantoms  containing  target  of  positive  or  negative  fluorescent  contrast  over  the 
background.  "Negative-contrast"  target  is  found  very  challenging  to  reconstruct. 


4.  REPORTABLE  OUTCOMES 

The  research  has  lead  to  the  following  reportable  outcomes. 

Journal  publications 

•  Zhang  A,  Piao  D,  Bunting  CF,  “Photon  diffusion  in  a  homogeneous  medium  bounded 
externally  or  internally  by  an  infinitely  long  circular  cylindrical  applicator.  III.  Synthetic- 
stuy  of  continous-wave  photon  fluence  rate  along  unique  spiral-paths,”  Journal  of  the 
Optical  Society  of  America,  A,  29(4):  545-558  (2012). 

•  Zhang  A,  Piao  D,  “Photon  diffusion  in  a  homogeneous  medium  bounded  externally  or 
internally  by  an  infinitely  long  circular  cylindrical  applicator.  IV.  Frequency-domain 
analysis,”  Journal  of  the  Optical  Society  of  America,  A,  29(7):  1445-1458  (2012). 

•  Piao  D,  Zhang  A,  Yao  G,  Xu  G,  Daluwatte  C,  Bunitng  CF,  Jiang  Y,  Pogue  BW,  “When 
is  spiral  straight?”,  Optics  &  Photonics  News,  22(12):  24,  (2011).  “Optics  in  2011” 
special  issue  (peer-reviewed). 

Conference  proceeding  papers 

•  Xu  G,  Piao  D,  “A  Geometric-differential-sensitivity  based  reconstruction  algorithm 
improves  target-depth  localization  for  trans-lumenal  outward-imaging  diffuse  optical 
tomography,”  Optical  Society  of  America,  Biomedical  Optics  (BIOMED),  Paper  BTu2A, 
Apr.  29-May  02,  2012,  Miami,  FL. 

•  Piao  D,  “Time-domain  photon  diffusions  evaluated  on  concave  and  convex  cylindrical 
medium-applicator  interfaces  show  opposite  trends  of  the  time  to  reaching  the  peak- 
fluence  rate — An  analytic  model,”  Optical  Society  of  America,  Biomedical  Optics 
(BIOMED),  Paper  BTu3A.67,  Apr.  29-May  02,  2012,  Miami,  FL. 

•  Zhang  A,  Piao  D,  “Effects  of  heterogeneity  to  continuous-wave  photon  remission  along 
unique  straight-line  equivalent  spiral-paths  on  a  long  cylindrical  medium-applicator 
interface,”  Optical  Society  of  America,  Biomedical  Optics  (BIOMED),  Paper  BTu3A.69, 
Apr.  29-May  02,  2012,  Miami,  FL. 

PhD  dissertation 

•  Xu  G,  “Enhancement  of  near-infrared  diffuse  optical  tomography  for  prostate  cancer 
imaging”,  Oklahoma  State  University 

Course  works  and  research  compliance  training 

•  The  trainee-PI  Zhang  has  completed  the  on-line  training  modules  of  “Working  with  the 
IACUC  Curriculum”  and  “Human  Research  Curriculum”  administered  by  the 
Collaborative  Institutional  Training  Initiative  (CITI)  (on-line  completion  report  attached). 

•  The  trainee-PI  Zhang  has  also  completed  an  on-site  IACUC  training  administered  by  the 
Animal  Care  and  Use  Committee  of  Oklahoma  State  University  (the  completion 
certificate  is  attached.  The  date  on  the  certificate  is  typed  incorrectly) 
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•  The  continuing  trainee-PI  Zhang  has  enrolled  in  the  course  “Pattern  Recognition  and 
Machine  Leaning”  offered  by  School  of  Electrical  and  Computer  Engineering  in  Fall 
2012  semester,  to  fulfill  the  course-training  plan. 

•  Both  the  original  trainee-PI  Xu  and  the  continuing  trainee-PI  Zhang  have  presented  to  the 
PhD  Seminar  Series  of  School  of  Electrical  and  Computer  Engineering,  to  fulfill  the 
career  training  plan.  Xu  presented  a  topic  of  “Computational  modeling  on  near-infrared 
diffuse  optical  tomography  for  prostate  cancer  imaging”.  Zhang  presented  a  topic  of 
“Using  optics  to  ‘see’  into  the  tissue.” 


5.  CONCLUSIONS 

In  conclusion,  analytical,  numerical,  and  experimental  progresses  in  year-2  have 
substantially  advanced  our  understanding  of  the  challenges  pertinent  to  trans-rectal  FDOT  of 
negative-contrast  fluorescence  probe. 
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Occupational  Health  and  Safety 

05/18/12 

1/1  (100%) 

Euthanasia 

05/18/12 

5/5  (100%) 

Making  Changes  after  You  Receive  Approval 

05/18/12 

1/1  (100%) 

Reporting  Misuse,  Mistreatment,  or  Non-Compliance 

05/18/12 

no  quiz 

Final  Comments 

05/18/12 

no  quiz 

For  this  Completion  Report  to  be  valid,  the  learner  listed  above  must  be 
affiliated  with  a  CITI  participating  institution.  Falsified  information  and 
unauthorized  use  of  the  CITI  course  site  is  unethical,  and  may  be 
considered  scientific  misconduct  by  your  institution. 

Paul  Braunschweiger  Ph.D. 

Professor,  University  of  Miami 
Director  Office  of  Research  Education 
CITI  Course  Coordinator 
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CITI  Collaborative  Institutional  Training  Initiative 

Human  Research  Curriculum  Completion  Report 
Printed  on  5/18/2012 

Learner:  Anqi  Zhang  (username:  AndrewZhang) 

Institution:  Oklahoma  State  University 

Contact  Information  Department:  Electrical  and  Computer  Engineering 

Phone:  4057446511 

Email:  anqi.zhang@okstate.edu 

Biomedical  Research  Investigator  Faculty  /Staff/Student: 


Stage  1.  Basic  Course  Passed  on  05/18/12  (Ref#  7951950) 


Required  Modules 

Date 

Completed 

Introduction 

05/18/12 

no  quiz 

History  and  Ethical  Principles 

05/18/12 

6/6(100%) 

Basic  Institutional  Review  Board  (IRB)  Regulations  and 
Review  Process 

05/18/12 

5/5(100%) 

Informed  Consent 

05/18/12 

4/4(100%) 

Privacy  and  Confidentiality  -  SBR 

05/18/12 

5/5(100%) 

Social  and  Behavioral  Research  for  Biomedical 
Researchers 

05/18/12 

4/4  (100%) 

Records-Based  Research 

05/18/12 

2/2  (100%) 

Research  With  Protected  Populations  -  Vulnerable 
Subjects:  An  Overview 

05/18/12 

4/4  (100%) 

Conflicts  of  Interest  in  Research  Involving  Human 
Subjects 

05/18/12 

5/5(100%) 

Oklahoma  State  University  module 

05/18/12 

no  quiz 

For  this  Completion  Report  to  be  valid,  the  learner  listed  above  must  be 
affiliated  with  a  CITI  participating  institution.  Falsified  information  and 
unauthorized  use  of  the  CITI  course  site  is  unethical,  and  may  be 
considered  scientific  misconduct  by  your  institution. 

Paul  Braunschweiger  Ph.D. 

Professor,  University  of  Miami 
Director  Office  of  Research  Education 
CITI  Course  Coordinator 


Return 


IACUC  Training  Certificate 

Anqi  Zhang 


ID  Type  of  Training 

Required  Frequency 

Date  Taken 

Renewal  Date 

1401  OSU  IACUC  Training 

Triennial 

9/17/2912 

9/17/2915 

OSU  Institutional  Animal  Care  and  Use  Committee 


